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ABSTRACT 


The purpose of this report is to document fhe performance characteristics 
of the radar section of the 4-8 GHz Microwave Active and Passive Spectrometer 
(MAPS) system. The system was designed, built and tested at the University of 
Kansas Center for Research, Inc., during spring and early summer of 1972. Data 
collected during August and September of 1972 includes two types of targets: bare 
ground (about 5000 data points were collected) and agricultural crops such as corn, 
milo, soybeans, and alfalfa (over 45,000 data points were collected). The data 
is undergoing processing and analysis and will appear in forthcoming volumes. 
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1. INTRODUCTION 


During the past three decades numerous measurements have been made of 
microwave backscatfer and emission from selected targets at isolated frequencies. 

The available data from ground-based and airborne scatterometers and from un— 
calibrated imagers suggests that information is contained in the spectral response, 
but lack of suitable data that can be compared, and of continuous spectral data, 
makes such conclusions tentative. Furthermore, understanding of the mechanisms of 
scattering is lacking for complex targets such as vegetation and layered ground. 

At the Remote Sensing Laboratory of the University of Kansas we are currently 
conducting a comprehensive program of research designed to answer many of these 
questions, and provide information for designers both of radar systems and of radar - 
based information systems. 

The concept of broad-band multi-spectral radar imaging was proposed by 

9 

Moore, Rouse, and Waite , and a system to verify the value of this "polypanchromatic 
radar" was constructed by Waite . Waite's system used very short pulses to produce 
images over a broad band and also to gather backscatter data. This system was first 
used in 1969, but produced calibrated spectral responses only in 1970. Difficulties 
encountered in making the pulse system operate to the 16 meter minimum range required 
by the truck then available suggested that the system should be converted to an 
FM”CW one, and this conversion was made during 1970-71 by Moe, who collected 
backscatter observations from crops during July 1971^. Moe's measurements, like 
those of Waite, covered the 4~8 GHz frequency range, and angles of incidence from 
vertical to 70°. 

The present 4-8 GHz system was built using the basic FM~CW design started 
by Moe, but with many refinements and improvements . It was completed during 
the summer of 1972. Over 50,000 data points were gathered manually during August 
and September. A computer-controller under construction will permit recording 
data automatically faster, and more accurately. Such a system was used on Waite's 
pulse-modulated radar, but Moe did not build one, and Waite's controller was not 
readily adaptable to the FM-CW system. 

The present system uses separate antennas for transmitting and receiving, 
whereas Moe used a single antenna, except for a brief trial period. With the two 
antennas, automatic switching of polarization is possible, and cross-polarized returns 
may be measured. Calibration of the current system incorporates a delay line and a 



Luneberg lens, both of which are helpful in frequent field calibrations, whereas 
Moe and Waite used a metal sphere whose cross-section was so small that field 
operations were difficult. Numerous other improvements were made in the system, 
so the data collected in 1972 should be much more reliable than those collected 
earl ier. 

Microwave radiometer capability was also built into the present system, 
although the unfortunate theft of the calibration noise source on the first day of 
field operations prevented collecting passive emission data during 1972. 

The experiment objective is to measure the active and passive spectral 
responses of several natural, cultivated, and man-made surfaces over the 4-18 GHz 
region of frequencies for look angles between 0 and 70 and for all possible linear 
polarization combinations. Soil and plant samples are collected to measure their 
dielectric properties over the same frequency range and their moisture content. 
Antenna and component frequency limitations have dictated the need for constructing 
three systems to operate over the 4-8 GHz, 8 - 12 GHz and 12-18 GHz bands. 

A tentative design has been completed for a single system capable of cover- 
ing the entire 8-18 GHz band (in lieu of the two bands 8-12 GHz and 12-18 GHz). 
We hope to have this system completed by June, 1973. The frequency range of the 
low frequency system will also be extended down to 2 GHz . 


2 



2. OVERALL SYSTEM PERFORMANCE 


The MAPS system utilizes two parabolic dish antennas mounted parallel on 
the same platform/ which in turn is mounted onte an antenna positioner. The two 
antennas have been aligned, both mechanically and electromagnetically on an 
antenna range, for maximum overlap of their main beams over the 4-8 GHz range. 

One of the antennas (2.5-foot diameter) is used for transmission and the other 
(3-foot diameter) is used for reception of both radar and radiometer signals (radar 
transmitter is turned off when the radiometer is operating). The antennas and some 
of the RF components are mounted atop a 75-foot truck- mounted boom (Figure 1). 

The operator can point at the target of interest at any incident angle between 0 
(normal) and about 75° and at any azimuth angle. The FM-CW radar produces a 
return usually averaged over 400 MHz for each of two orthogonal received polari- 
zations, one of which is the same as that transmitted. By properly switching the 
two polarization mounts at the antenna feed of each of the two antennas, the 
scattering coefficient can be measured for all four polarization combinations. The 
radiometer has a single channel, but again by proper switching, can provide 
antenna temperature measurements at both polarizations. All switching modes are 
remotely controlled from the van housing the electronic equipment. This capability 
insures that the multi-poianzaf ion and multi-frequency active and passive data 
gathered at a given look angle is indeed from the same target area. 

Figure 2 is a block diagram of the overall RADSCAT SPECTROMETER system. 
The radar and the radiometer receivers share two major parts: 1) the receive 
antenna, and 2) the same RF source provides local oscillator signals to both 
receivers (the two receivers do not operate simultaneously). Table 1 is a configuration 
matrix for the different operational modes. Table 2 is a summary of the operational 
characteristics of the radar sub-systems. 

Figure 3 is a photograph of the antennas and some of the components mounted 
atop the boom. Note the presence of a TV camera mounted behind the feed of the 
3-foot dish receiving antenna. The camera is connected to a TV monitor housed 
inside the van housing the electronic equipment. 

Detailed discussion of the radar section will be covered in forthcoming 
sections. The antennas, however, will be covered separately under the next section. 
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TABLE 1 . CONFIGURATION MATRIX 


Mode 

Switch 

Swil-ch ^2 

Switch ^3 

Transfer Swil-ch 

Manual Switch 

Radar: calibration 

C to 1 

C to 3 

C to 2 

NA 

Antenna to Transfer Switch 

HH polarization 

C to 1 

C to 2 

C to 1 

4 to 1 

Antenna to Transfer Switch 

HV polarization 

C to 1 

C to 2 

C to I 

2 to 1 

Antenna to Transfer Switch 

W polarization 

O' 

C to 1 

C to 1 

C to 1 

2 to I 

Antenna to Transfer Switch 

VH polarization 

C to I 

C to 1 

C to 1 

4 to 1 

Antenna to Transfer Switch 

Radiometer: calibration 

C to 2 

C to 3 

C to 2 

4 to 3 

Load to Transfer Switch 

H polarization 

C to 3 

C to 3 

C to 2 

4 to 3 

Antenna to Transfer Switch 

V polarization 

C to 3 

C to 3 

C to 2 

2 to 3 

Antenna to Transfer Switch 



TABLE 2 


Type: FM-CW 

Modulating Wave Form: Triangular 

Frequency: 4-8 GHz 

FM Sweep: AF 400 MHz 

Transmitter? Power: 5 watts 

Noise Figure: 18 dB 

IF Frequency: Fjp 87 KHz 

IF Bandwidth: AFjp 5 KHz 

Antennas: 


Height above ground 67 feet 

Transmitting antenna diameter 2.5 feet 

Receiving antenna diameter 3.0 feet 

Feeds ridged waveguide, dual polarized 

Effective Beamwidths 

Measured Antenna Gain of Product Patterns* 


Frequency 

2,5-foot (Transmit) 

3“ foot (Receive) 

Azimuth 

Elevation 

4 GHz 

28.8 dB 

27.8 dB 

o 

CO 

CO 

4.0° 

6 GHz 

32.2 dB 

33,2 dB 

2.7° 

3.2° 

8 GHz 

29.1 dB 

27.8 dB 

o 

CO 

• 

CN 

3.0° 


G T ' G R 
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Figure 3. Photograph of the two antennas mounted 
on the tip of the boom. Note the TV 
camera mounted behind the 3‘ dish feed. 
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3. ANTENNAS 


At normal incidence, the distance between the antennas and the ground 
target is about 67 feet. The choice of antenna size is dictated by three related 
criteria: 1) antenna gain, 2) antenna beamwidth, and hence size of illuminated 
area, and 3) minimum required separation between antenna and target to insure 
plane wave representation (far field distance). At a given frequency, the beamwidths 
decrease with antenna size while the gain and far field distance increase. In 
order for the measured radar return and the microwave emission from a given target 
area to be spacially representative of that target, it is essential that the area be 
large enough to include several representative samples (such as corn stalks if the 
target area is a corn field). On the other hand, if the illuminated area is too 
large (beamwidth larger than 4-5°), we will lose look angle information, especially 
near normal incidence where the scattering coefficient varies rapidly with look 
angle. As a compromise, a 3-foot diameter and a 2.5-foot diameter parabolic dishes 
were chosen as receiving and transmitting antennas, respectively. The 3-foot dish 
was chosen as the receiving antenna because the illuminated area seen by the 
radiometer is defined by the pattern of the receiving antenna above, while the 
illuminated area seen by the radar is proportional to the product of the transmitting 
and receiving antenna patterns (this is discussed in more detail in section 5). Thus, 
the above choice insures closer sizes of illuminated areas as seen by the radar and 
by the radiometer as contrasted to the alternate assignment (transmitting antenna = 
3-foot dish and receiving antenna = 2.5-foot dish). 


3.1 Far Field Distance 


Figure 4 compares the far field distance as a function of frequency calculated 
according to the standard criteria: 


d . 
mm 



0 ) 


and the less stringent criteria: 



( 2 ) 
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Figure 4. Far field distance for each of the two antennas 

as a function of frequency. Note that both antennas 
satisfy ?D^ criteria at 4 GHz and the less restrictive 
criterio^at 8 GHz, ^ 
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where D is the antenna diameter and X is the wavelength (all parameters given 

2 

b^the same units). Both antennas satisfy the -y- criteria at 4 GHz and the 
— criteria at 8 GHz. 

3.2 Antenna Patterns 

The two antennas were mounted on a steel plate, which was then mounted 
on the antenna positioner atop the receiving tower of the antenna range located on 
the roof of the Space Technology building at the University of Kansas. The 3-foot 
dish antenna was rigidly mounted while the 2.5-foot dish was designed to have its 
supporting rods adjustable in length, thereby enabling us to rotate its axis a few 
degrees toward the direction of the 3-foot antenna axis. This flexibility allowed 
us to "focus" the two antenna beams such that their patterns appear overlapping for 
any target at a distance of 65 feet or greater. 

Each of the two antennas used a ridge waveguide dual polarized feed. 

A subminiature polarization switch was attached to the back of the 2.5-foot transmit 
antenna and a subminiature transfer switch, a radiometer calibration switch, and a 
small TV camera were attached to the back of the 3-foot receive antenna (the 
function of the switches is discussed in section 4). Since the presence of the TV 
camera and the switches could alter the shape of the antenna patterns, all measure- 
ments performed in aligning the two antenna beams were made after rigidly mount- 
ing all the switches and the TV camera (but allowing for minor adjustments of the 
TV camera postion in the vertical and horizontal planes with adjustable screws) to 
the feeds. After mounting the two antennas on the flat steel plate, the following 
procedure was followed: 

1. For each antenna, elevation and azimuth power patterns were measured 
at 4, 6 and 8 GHz, This was repeated for several feed positions 
(distance from the center of the dish) around the theoretically calculated 
value until an optimum pattern was realized (In terms of beamwidth 
and side lobe levels.) The objective was not to optimize gain, but 
instead, it was to have about a constant beamwidth over the 4-8 GHz 
band, which necessitates a slightly defocussed feed pattern. The final 
patterns are shown in Figures 5-6. 


11 



RELATIVE POWER PATTERN IN dB 



Figure 5a. Azimuth and elevation power patterns of the transmitting antenna at 4 GHz. 
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Figure 5b. Azimuth and elevation power patterns of the transmitting antenna at 6 GHz. 




Figure 5c. Azimuth and elevation power patterns of the transmitting antenna at 8 GHz. 
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Figure 6a. Azimuth and elevation power patterns of the receiving antenna at 4 GHz. 
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Figure 6b. Azimuth and elevation power patterns of the receiving antenna at 6 GHz. 
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Figure 6c. Azimuth and elevation power patterns of the receiving antenna at 8 GHz 



2. The gain of each of the two antennas was measured at 4, 6, and 
8 GHz by applying the substitution method (using standard gain 
horns). The resufts are included in Table 2. 

3. With the 3-foot dish set at maximum signal, fine adjustments were 
performed on the TV camera position until the crossing point of the 
two cross hairs on the TV monitor was superimposed on the center 
of the image of the transmitting horn antenna. 

4. By using the same chart on the circular recorder, the patterns 
of the two antennas were recorded by alternately switching the 
receiver from one antenna to the other after a complete pattern had 
been recorded. This was repeated at 4, 6, and 8 GHz for both elevation 
and azimuth patterns. The axis of the 2.5-foot dish was moved in 
azimuth with adjustable screws (which in effect vary the length of two 

of the rods connecting the antenna to the steel plate) until one of the 
beams enclosed the other (since the two antennas are not the same 
size). As expected, the 2.5-foot dish had a larger beamwidth than 
the 3-foot dish (at a given frequency), but the gain of the 3-foot 
dish was smaller than that of the 2.5-foot dish at 4 and 8 GHz. These 
results are apparent in the measured patterns shown In Figures 7-9. 

The decrease in the gain of the 3-foot dish at 4 GHz is probably 
caused by spillover losses due to the wide beamwidth of the antenna 
waveguide feed. If these losses were to be reduced by changing the 
feed position, the antenna pattern at the higher frequencies seemed to 
suffer. At 8 GHz, on the other hand, blockage due to the presence 
of the TV camera behind the feed appears to be the dominant factor 
for the loss in antenna gain. 

Since the radar return is proportional to the product of the gain 
patterns of the transmitting and receiving antennas, it was necessary to 
calculate this product (Figures 10-12) and evaluate an effective 
beamwidth. The effective beamwidth was determined by integrating 
the area under the product pattern (linear scale) bounded by a “20 dB 
reference (0.01 below the maximum) and dividing by 100, The area 
was integrated using a Hewlett Packard 9125B calculator plotter. The 
results are also shown in Figures 10-12, 
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Figure 7. Measured patterns of the 3~foot and 2,5 fool* dish antennas at 
4 GHz a) azimuth patterns, b) elevation patterns. 
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Figure 9« Measured patterns of the 3-foot and 2*5~foot dish antennas 
at 8 GHz a) azimuth patterns, b) elevation patterns. 
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Figure 10. Product of the transmitter and receiver antennas' power patterns at 4 GHz. 
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Figure 11 . Product of the transmitter and receiver antennas 1 power patterns at 6 GHz, 
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Figure 12. Product of the transmitter and receiver antennas 1 power patterns at 8 GHz. 


3.3 Illuminated Area 

The apparel temperature of a target observed by the microwave radiometer 
represents a spatial average of the radiometric temperature over the target area 
"illuminated" by the antenna. If the solid angle subtended by the target area is at 
least as large as the antenna beam solid angle, then the size of the area does not 
appear as an explicit parameter in calculating the target radiometric temperature. 
This condition is of course always satisfied when observing area extended targets 
such as the earth's surface. 

The radar return, however, is directly proportional to the target cross 
section, cr , which in turn, is defined in terms of an average scattering coefficient 
a°: 

cr° = a/S (3) 

where S is the illuminated area. Hence, to determine a° , it is essential that S 
be known. In general, the shape of the illuminated area (based on the beamwidth 
equivalence) is an ellipse whose major and minor axes are functions of the antenna 
beamwidths, the look angle, and the range: 

S = ttAB (4) 

where 2A and 2B are the major and minor axes of the ellipse projected on the ground 
as shown in Figure 13. The expressions for A and B are derived in Appendix A. 

The actual area responsible for the measured part of the radar return is confined In 
range to the IF filter bandwidth (discussed further in section 5), thereby modifying 
the expression for S given by Eq. 4. The modified expressions and a listing of the 
computer program used to calculate S are also given in Appendix A. 


4. RADAR SECTION 


The radar section of the RADSCAT SPECTROMETER is a FM-CW system; its 
block diagram is shown in Figure 14. A 4-8 GHz sweep oscillator is externally 
modulated with a triangular waveform from a function generator. The amplitude 
of the triangular waveform determines the frequency swing around the carrier 
frequency (FM bandwidth, Af), and its frequency, f , determines the IF frequency 
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Figure 14. Radar section of MAPS 















of the return from a target at a given range; or alternatively, for a fixed IF 
frequency, f and Af determine the range to a given target: 


R = 


cf 


IF 


4 Af * f 

m 


( 5 ) 


where fjp is the IF frequency and c is the velocity of light. Since both Af and 
fjp are fixed, f m is tuned for maximum power return. 


4.1 Transmitter 

The RF signal power level at the output of the sweep oscillator is shown as 
a function of frequency in Figure 15. Cable loss over a distance of 100 feet between 
the sweep oscillator output and the TWT input (sweep oscillator is housed in the van 
and the TWT is on top of the boom) is also shown in Figure 15. Though the input 
power to the TWT varied by as much as 4 dB across the 4-8 GHz range, the power 
level was large enough to saturate the TWT, thereby producing an almost leveled 
output of about 42 dBm (shown in Figure 15). The local oscillator signals to the 
radar and the radiometer receivers were obtained at the output of a "T" fed by a 
30 dB directional coupler. The main TWT output signal is connected to the transmit- 
ting antenna through a series of switches (the function of the various switches is 
discussed in a later section). 


4.2 Receiver 

At the output of the mixer, the IF signal is fed to a 40 dB amplifier through 
a 50 ohm attenuator. The attenuator was used to protect the amplifier against 
saturation when the input signal was too strong. In practice, the attenuator was 
set at 20 dB for look angles of 0° through 40° and at 0 dB for the larger angles. The 
amplifier is followed by a band-pass fitter having a center freauency of 87 kHz and 
5 kHz bandwidth, which in turn feeds into an RMS voltmeter. 
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Figure 15. Power variation with frequency monitored at the sweep 

oscillator output, at the end of the 100 foot cable, and the 
TWT output . 
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Switches 1, 2, and 3 and the transfer switch (Figure 14) allow the 
operator to pick any one of 5 possible modes: HH (horizontal polarization on 
transmitting antenna - horizontal polarization on receiving antenna), HV, VH, 

VV and delay line calibration. The function of switch *1 is to switch all the 
transmitter power into a load during the radiometer operation; the isolation between 
the common port and the disconnected port is better than 80 dB. An additional 
80 dB isolation is obtained by connecting switch # 2 to port 3 (delay line). 

All switches are of the mechanical type, controlled remotely from the 
van housing the electronic equipment. During the radar operation, the transfer 
switch acts like a SPDT switch connecting ports 2 or 4 to port 1 . During the 
radiometer operation, the antenna is connected to port 3 via ports 2 and 4. 


4.4 Calibration Procedure 

Two types of calibration procedures were incorporated in this investigation: 

(a) Delay Line Calibration: As shown in Figure 2, a 100' delay line cable 
is used to bypass the antennas via a pair of switches at the transmitter (port 3 of 
switch #2) and receiver (port 2 of switch ^3) lines. This, in effect, allowed us to 
internally calibrate the system in a closed-loop form independent of the antennas or 
the outside world; any slow, but acceptable, variations in the system performance 
would be calibrated out. The procedure was repeated before and after each data set 
which corresponds to approximately 20 minutes. 

(b) Luneberg Lens Calibration: An Emerson and Cuming Model 2B-109 
Type 140 Luneberg Lens was used to convert the data gathered from relative to 
absolute values. The lens has a spherical cap reflective metallic surface subtending 
a spherical angle of 140°, thereby producing a reflectivity pattern which is a 
constant over a wide angular (conical) range; the 3 dB points are at about + 65 , 

The theoretical backscattering cross section of the Ecco Lens is given by: 


a 


A 3 4 
4 it r 



(6) 


where r is the radius of the lens and X is the wavelength. Cross section data 
measured by the manufacturer indicate very close agreement with theory over the 
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4-8 GHz band. This calibration procedure was repeated approximately every two 
weeks. In addition to using the lens as an "absolute" calibration / any misalign- 
ments in the two antennas occurring during any two-week interval would have 
been observed. Fortunately, no such problems occurred. 

Though metal spheres have been traditionally used to provide absolute cross 
section reference data* the Luneberg Lens has one main advantage: larger back- 
scattering cross section. The lens used in this investigation is 9" in diameter; its 

cross section at 6 GHz is about 200 (23 dB) times larger than the cross section of a 

2 

9" diameter metal sphere (cr . sttt for r/x >2). Figure 16 is a photograph of 

s pner € 

the system during calibration. The lens is shown hanging to the side of a windmill; 
three strings tied to the outside dielectric frame around the lens are used to keep 
it in place. The stability of the measured return was observed to be better than 
+ 0.2 dB. Upon moving the lens out of the antennas' main beam by the attached 
string, the signal level dropped by more than 40 dB. This assured us that the 
windmill structure had no effect on the calibration data. 


4.5 Dynamic Range and Sensitivity 

The dynamic range of the system, tested in the delay line calibration mode, 
exceeded 80 dB across the full 4-8 GHz range. The primary use of the TWT 
amplifier was not so much to increase the transmitter power, but rather to act as 
an amplitude smoother. By saturating the TWT input, the amplitude modulation on the 
frequency swept RF signal were damped by more than 20 dB. This was very important 
since it was discovered that AM "noise" (detected local oscillator signal) represented 
the major undesired signal at the receiver output. The amplitude spectrum is a function of 
the sweep oscillator output power variation with frequency, Af, and f . Since 
the round trip range to the target and back is as short as 41 meters at normal incidence, 
f has to be about 700 Hz, Without the TWT leveling effect, this results in a 
large signal level at the IF frequency. 

By measuring the tangential sensitivity of the receiver, an equivalent noise 
figure was calculated. It was found to vary between 16 dB and 18 dB across the 
4-8 GHz band. 

Including the earlier models of this system. 
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Figure 16. 


Photograph of Hie radar system during calibration 
against a Lunberg lens. 
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4.6 Scattering Coefficient - Measurement' 


The received power from a distributed ground target is given by: 



P G G 
t t r 


(4tt r 




(7) 


where 

p.j. = received power from target 

P^ = transmitted power from target 

Gj. — gain of transmitting antenna 

G r = gain of receiving antenna 

A = wavelength 

(7°j = average scattering coefficient over the scattering area A 

Ay = scattering area of the target 

Ry = range between antennas and target 


At the same wavelength, A , the return power from the Luneberg Lens is given 
by: 


( 8 ) 


Hence, 


or alternatively, 



(9) 


( 10 ) 


In terms of the system itself, after the mixing process, P L and Py are proportional 
to the square of the voltages measured by the RMS voltmeter. The data was actually 
recorded using the voltmeter dB scale. R,_ and Ry are calculated from the measured 
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modulation frequency, f , according to Eq. 5. The area is governed by fhe 
antenna beamwidth and fhe look angle for look angles smaller than about 45° 
and by fhe IF filter bandwidth for larger angles. The exact calculation is shown in 
Appendix A. The lens scattering cross section is given by Eq. 6. Hence, all 
the quanfifites in Eq. 10 needed to determine <y°j are known. 


5. CONCLUSION 


The basic design parameters of the radar section of the 4-8 GHz MAPS 
system were presented. In addition to providing large amounts of data on the 
scattering coefficient of bare soil and agricultural targets as a function of the three 
basic sensor parameters frequency, polarization and look angle, fhe MAPS system has 
served as a prototype for more sophisticated versions which can cover 2 frequency 
octaves and completely computer controlled. It is anticipated that two such systems 
will be completed by June 1973 covering the bands: 2-8 GHz and 8"18 GHz. 
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appendix a 

CALCULATION OF AREA FOR FM-CW RADAR 
CRES Technical Memorandum 177~41 
by 

Percy Batlivala 
Hassan KhamsI 



CALCULATION OF AREA FOR FM-CW RADAR 


INTRODUCTION 

This technical memorandum deals with a method of calculating the resolution 
area of a FM - CW radar. It includes a complete mathematical derivation and its 
implementation on the HW 635 computer. 

The mathematics for the problem is first generated by assuming the antenna 
pointing straight down and proceeding with an appropriate change of axis. 

The area is then calculated using filter cut-off. The last section of the 
memorandum includes a FORTRAN IV computer program and a sample data set. 

THEORY 

Let a and b be the major and minor axis distances obtained when the 
antenna is pointed straight down (refer to Figure 1). 

The equation of the ellipse is given by 

+ >.*■ * 0) 

Let A'B* be the surface generated by cutting the cone with a plane which 
is at an angle a to the plane generated by (1). Let the new coordinate system be 
given by x, y, z . 

We have by transformation of coordinates of (1) 

( X y* m ( t smtc. * »«■>*■*• -fu) *' ( 2 ) 

4* />,* 

The equation of the curve at z = 0 is given by 


x* c°s x <£. 4- , ( yc 

i>3. />, 

Simple algebraic manipulations yield 

» ~ 
7C 4- 6>r>°C 


w • W 


tJ 


/>i s _ . 

* + h s i »&/>> *)j j y»fi + -| 

cosV/a**- StriVcMi* J £ j 

But h| = l^cosot and equation (4) is now of the form 

7 # 1^* u 1 I 


( 4 ) 




Figure 1. Geometric representxiHon of radar beam. 
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The new ellipse is therefore shifted by 


(--fiut 

' h [«#/<>.* 



ond its new 


major and minor axis given by A and B are 



and 


** • b ‘ [ ’ 

The distances a and b are given by 

a t. Jl * fc<** 8/^ fys JX* **&+%<!> fi, 


Substituting these values info (5) and (6) and simplifying we have 


(5) 


( 6 ) 


AS H* e*»*6/a* {/) 

and (8) 

oa fcdu^NVsL, 

Figure 2 represents the radar beam with filter cut-off. 
ql . j and &2 are shown in Figure 2 and defined as 

<*•» £RO + £± ) 


where Af is the bandwidth of the filter in kHz and f is the center frequency 
of the filter in kHz . 

The distance R is obtained by an emperical formula* R = 16200/f^, where 
f^ is the modulating frequency in kHz. 

*was obtained experimentally 
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Figure 2. Geometric representation of radar beam showing filter cut-off. 



let h be the effective antenna height, then the following equations can 


easily be obtained. 


h* 

t $C©ScC 

(9) 

Ri* 

C<L-0fz) AMt Rk* h I C 6 S C< 3 Ct &/&J 

(10) 

kz 

Ct &/2.J-A 

(ID 

r- 

k-A 

(12) 

Xl * 

fan* 

(13) 



(14) 

- 

RSin*- if 

(15) 



(16) 


Depending on the values of Xj, Jf-j and ^ following four cases 
for area calculation can arise. 

CASE I 

The filter completely encloses radar resolution (refer to Figure 3). In the 
following case 

5 £y 7 7 

The shaded area S Is given by 
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CASE II 


The filler partially covers radar resolut ion (refer to Figure 4). In the 
following case 


Xt < d) and. x x y £; 


Now 


& * 2T* Hf - 

The equations of the ellipse and filter are respectively given by 


and 


c *zhri- if -/ 

A* ¥*■ 
<**• 


07 ) 


(18) 


Solving (17) and (18) for the point of intersection yields 

</• » i (,9) 


where 


The darkened area in Figure 4 is given by 



( 20 ) 





(21) 


( 22 ) 
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Defining 

4 * 

(23) 

and 


(24) 

we have 

£ 

* 0 


i 

f 

r £i 0 , - S»‘n 2 

(25) 

Defining 

6,4 1 1 £ 

(26) 

and 

C ^7 

(27) 

we have - 

4 L 


(V*. 

*v 

(28) 


The shaded area S under consideration is then given by 

S-= - (29) 

r V 


CASE III 


The filter partially covers radar resolution (refer to Figure 5). In the 
following case % A < fl; 




Now 

<*= '*'+ 4 ,+ *?- 


(30) 


The shaded area S is then calculated along the same lines as in Case II and 
is given by 


if 



CASE IV 


The filter is contained in the radar resolution (refer to Figure 6). In 
the fol lowing case ^ ^ 

Now 

and ~ tfi, 

The shaded area S is given by 




(32) 

(33) 
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Figure 3. Shows filter completely covering radar beam 
resolution (Case I). 



Figure 4. Shows filter partially covering radar beam 
resolution (Casell). 


44 




Figure 5. Shows filter partially covering radar beam 
resolution (Case III). 
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FORTRAN PROGRAM FOR AREA CALCULATION 

The pages following this appendix contain the FORTRAN coding for the 
area calculation . 

The program is compatible to the HW 635 computer and requires I5K memory. 
The User's Guide is provided by comments within the documentation of the program. 

The program listing is followed by an example of raw and calibrated data 
for one typical data point. An entry of 100 indicates that the measurement for 
that particular frequency, polarization and angle was not taken. 
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c 


-CL 

C 

H 

c 

c 

-C- 

c 

JL 

c 

n. 

c 

n. 

c 

J I 

c 

n 

c 

il 

c 

II 

c 

il 

c 

t_ 

c 

XL 

c 

£- 

C 

£. 

C 

SL 

C 

£- 

c 


THIS SUBROUTINE READS IN RAW RADAR DATA AT 10 FREQUENCIES* 

4 p OLA^U*Tia 6 lS-AAlD 7-LOOK- 4AI&U&S 1 Enfe-IUT A-J-S I 44 EUI- Q N- CA^nS 

AND CAM me PUNCHED ON A FREE FORMAT i THE PROGRAM OUTPUTS 
CAUHRATfcP DATA W TAPE (FILE UflOE U I 

JIALU-UG-.SSJUhNnE 

<nnnnnnnt«<nMHnm»jnnntKnntni»»<nt»«i»ntmnmnt0innMt««»«inmnn,ii»j J .«ii« 

CALI. RrAjHKIINTFH *MU^FIU 

^ tnm- -it n ^ fe.a tt a a a tt tnntofr-int a inm a- <> ttjB a if Jt.it a a a <> a a a a a a a a a tatm 

APfillMENTS 

INTFIL* INITIAL. NUMBER OF FILES ON INPlJT FILE 

nUmf II ThTai nUmrpR of tiaTa Points 

»a<m»a aaflLa:aa<t-aaaaafraqaaaa»*attaafla»aa»aattaaaattga»a»*aaa.B.o a . t nn^>o, B . a 

JJLA. TA . FO RM A T 

EAft& S 1 1 0 4 , |„ FN S C Aj IR R A r IQ N 0A t A 

1 ST, CARD, POL HH IFRE3 4,3 TO F'RfcQ 7 tS j 

?— a<T,.- PA wg.. t PP L HV ( FR £ Q 4 ( 3 TU FR E Q 7 , U ) 

3 RD, l; A h 0 , POL VV <FREq 4,3 TU FREQ 7, » > 

<UTHi— CAKlJt POL VH fFfffejj 4-t-3- TH-E.ftEQ 7 ■ 6 ) 

FORMA 7 UoF«;i ) 


5 Th, CAhD, title for data POINTS 

THE FOMUWLMQ 5 TNTFRPR MIlMRPRS ARE PUMCHt-p PM T p T d URfl DM b 
F*EE FORMAT, 

1 ST. 1 1 Owl) | 81 MMPI.VTMK PAftAP DATA ) 

2 , •‘ , OhD j FIElD NUH 8 Er 

il-RD, UQijl), DATA S-E-T WMBEH 

4 TH, vOmD, CROP TYPE (INTEGER CODE) 

5— Th, ~o?n, oaTe of, experiment 


c 










c 


FORMAT FOLLOWING THE SEQUENCE ■ 


— C- 

c 

a-LOOK A<|RUfi»ER6O-4 , .3(P0L-HM|P0U IjLVjiPOU V V ,P 0 L VH>-- 

0 LOOK A«GL5*FREQ *;7(POL HH,P0L MViPOU WjFOL VH> 


0 

n 

»»■ 

o LOOK ANRlF.FRP.D 7 R ( PflL HH.PI1L tiV.POl VV.POL WW-L 


c 

_r 

REPEAT ABOVE FQR R.EMAINIG 6 LOOK ANGLES! 


C 

c 

NOTE, IF MORE THAN ONE DATA POINT IS 3&1NG FED IN 
M.F. [JUmFLL .Gi'. ±\ THF REMAINING RARflS FnH FtF U — D AJT a p n T M T 

c 

Should start wj?h a t j ti_e card and the above format 
r m t nwm , - 

Should pe 

r 

r vLfa ty-| 




c 

c 



c 

G 

scratch files, none 

system suf-iwrhtT t mgs iiQFn, FFMT 


c 

r 

MEMORY RbOUIREp. UK 


D l MEWS 1 ON I TITLE (5? 5 »Z<4,1C,B>, I ANGLE < 0 > i FM ( g ) , f«EQ ( 10 5 , D ( 9 , 1C > 

$ » -S T Glh A utinifii.i/i Mx.m.pni miumnnii vdpm m*iFMffiiii/r/,tiini 


DATA (POLUY) ,K*«1|4)/JH*HH,3H HV,3H W,3H Vh/ 

. _ DATA f FREQ < KL WK[ s j , 1 D } / «, \ 3 , 4 7 , 5 , l , 5 , 5. 5., V 6 ; 3 • 6 , 7 , 7 . 1 , 7_, 5^ 7 

- W T 

t 3 / 


DATA n ANGLE (K)#K*X|3)/0|10 i 20, 3 0, 40, 50,00,70/ 

DATA ( VDl UA \ .Ksl. LOW- 13. 0.-173. -19.1 .t1w.4^«2IL. 2, -23. 2. -3 3 

^7, 

$*25,81-27,2,-27,6/ 

TNTFH xTNTFTI + 1 

c 

NFsO 


c 

posit jnM tape id ~ cqr rf ht f_ii e, 

c 

_ p_ 


RfcAD<5ilQ5) ( (VLU p J)*U a l,10),I s l,4) 
ws?!TE< A.inH) f rfltOf 1 1 . 1 = 1 , 10 ) . 

109 h ORHATUHI. 24*, ' LENSE C At, I BRA T I ON ' fft « !>*♦ ’ FREQ ’ , 
S>) ti f ?y t r 4 . \ ) / / ) . _ 

00 29 1=1,4 

HP I ( 6 , 103 ) .PnLt \ ) 

29 CONTINUE 

1D5 F!1PM AT ( 1 fiFK f 1 ) _ ... . ... _ 

WHITE ( 6 , 1 57 ) (Fr<F-u( I )t J«ii IQ) 

wHfTF^ f isfl) (Vni t r i , i = i Vl n ) - - 

DU 1 jkk«i,numfil' 

Du inn? 1 ai 1 1 n .. _ 

VD2< I ) * s 30, ’ 

inn? r.niTTi'ii'C 

afleMpMIM ■ 1 1 1W m liMl 'i 

no iooi ii*i,a 

Zi UJUU^E-. 
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1001 CONTINUE 

hall FrMl(..5, vn^, ir.wi — 

DQ 75lsl,S 

FMfMaTFM(n 

73 CQMTINUE 

m i 7 1 st * 4 

UO 1.7 Je 1 , 10 

11 VF 1 1 , «4 « U ( I . 44 1 V 024 J4 ( JX 

2 11*1*8 


C 

X. 

c 

X 


X 

c 

X 

c 

X 


MBAX-XX 


XXtA -f- 


C ALL FFMT<5,Z(1,1( HU 

z cm nwig — 

ANTHT = 20,0 


RRINT OAXA OUT I 


WRITR<6»101> ITITLB(5), I TI TLE< 2 * * IT 1TLE I 4 >, 1 T l FLE* S) 

Ifll-EMMli INI >21 X* ! dAJlAa DATA > LUl tSl MOAT E 1 1 3JL t Ift » If X L 1 F LEO Nn., I ■ 
1'i‘lX, J6U4*, 'CROP I y EF.» ,iX, 16,14*, 'DATA S = T NO , * , lX , | 6/// 

S.SVI tHAOAa WFTIJ«»J~(U84) U4 

W h jTE(6,157) (F^EWC I), 1*1,10) 

157 FQ^MAT(l)iP,4Xt 'DELAY lIMF C Al I BR A T I UM » LL i % X . * £ WE g U 5X . 1 H t 2 U XA+XX 
%// 1 

iiLtf-I .TiLX, 6-»-3, 5 3 1 ( V!1 ?t K 2 , < ~1, M E ? 

153 FORMAT ( IV t » OUTPUT ' LtV(DB) i »10(1X*F5U)X// ) 

nu 3 11.5 1.-5 

WRITE (6, 102} I A'lOuEf I I),rM( 1 I ) , AMTHT * ( FREQ (I ) , l =1 , 10 ) 

IGF Fg-?MAT(lRg,5X, * jU± i=MNA AMPLE’ .6X, I2,?nX,'M'.6X.F6.2,20X. 1 AJT&UMA. 
2Wfc!GHT UN MT, 1 * ,k 6,2//,5X, ’FRED* ,.10<2X*F*,lJ//> 

no 5„, I s-l * 4 I 

U| H I T F: < 6 , 1 0 3 > P0U<1>. (2 < |/j» M>* J s 1.10> 
ir,3 FORMAT f 1 y f 'PMI i r A 3 . i x , i nrA ; i / 1 

5 C B*’T ! NU£ 

— 3. rii itjnue - — - — 

CALL AR£Al(FH,D,F^63) 

T F r ? S , 10 . 9 ) -,tFgfcqU ) f l : UU ) 

109 FOnMAT(lH0#24X>» AREA OF RESOLUTION CELL*///i'6Xi 

ilLRfc-S* ,m(?X,F4,l ) LLLX — . 

BO 9 I* 1,8 

hi3IXE( 6,106) I A M u l- h ( U * tDUiU) « Jsl.lS.) 

106 FORMAT (IX. «ANGlF»',iX, Ip/iQFfi.l/) 

— 9 mNTlNJE - — — 

PHI=3 tl 4 3 6 

R Ansd, 5 tt?, 54 »n; n - — 

RL 5 36 , 0 

DQ 7 ... I I a 3, 4_B 
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RH"1620Q,Q/FM< II > 

HU — 2 — l x 1 1 4 » 2 — — — 

DQ 7 J*l,10 

ALAMnA:rD;3/FREfHJ? 

Sl3MAts4iQ»PHU8Hi*RHU(RA D **4)/( aUMDa* AUA*Q A > 

siflMA oc i -i J « n Ls-u i , j> n Uv4Xf4*iQ i H A u n u i rti ofiin<Ri , > > 

**lOi*ALOGio<Sl«MAu)-10* •ALOGlO<Dl I I» J)f 

447 FriRM A T<lH0 » 7Flg.4/I — — 

7 CONTINUE 

HQ 6 1 I I a l- — 

in 61 182,4,2 

\m 61 >1,10 

xxF?7t i t , i , n >af< i Kz , j , n) — 

SIGMAOUi J* m*S| GMA0( IKZi J. 1 1 ) ♦ X X F 

-61 C n N T I 

UO 6 2 I I = 1 p 5 

flfl 6? 

1 = 2 


Kl = 10,**(8IGHAon » J » 1 1 }/10,) 

X^glp , »» f 8 I SMAn 

X3=(Xi+X25/2, 

strmaoI i , j, 1 1 ? ? A I... n n i o<xs>»m, 

S’.GMAo ( I K * J * I I ) sALOGlO {X3> #10 • 

62 — <;niw T - 

WPITg{6, 107) 

j-S-Z FQ9MArMM[}.24-X f ! S I 3 M A P OUTPUT LISTING >///) 

DO 8 11=1, B 

l j K T T F ( fc . 1 J 2 > T AMfiLPf T T 1 f FM< T T 1 f A M T H T , /rKRJH ) . Isl.lQ ) 

ng is i = i,4, 2 

jjHTTE U f i g XI p.nylj > . kmati ( t . ,i. t i ) .-isi »JJ U 

1® continue 

iiillt C6>-1. 3 7 ) L SXu -1 A a (• 2 , J , I H , , i ? 1 ,liU 

137 FflRMAT<lX» *CKOSS" ' , IX , 1QF6 , \t ) 

_a Enmmji 

c 

£ jtaixnni6<ntin>iiaainnnnntt« a«a»ini»e»«»»«»aii<HHHilHHHHt t> »ft«»» ft* aiitaat&ii — 

C t-niTEi DATA UN T a PE 

C 

WreTTFf 43. 1 59 ) 1 1 T i Tl FM ) ,' T S 1 . 5 > 

15? FORMAT <51 10) 

D U hi Ha l. fi 

DO 51 1=1,3 

nttiT£<43 f i am t <?.i uMtm i ,.j p m .jsi .in ^ 

160 FUPMATUX#10F7.1 5 

51 CONTINUE 

H RITF(43.161 ) 

161 FURMATfl*, t<H> »»»***» »»**»»**»»*"****-»•********■****—********» M 

1 COmTJNU£ 

tALTF LUOJUX LL-al 

NUMF U=N'JMFI,1 + INT> IL 

LIU T TO 6. i n4> I T T Tf F / ? 1 . Ml IMR-LL s 

104 FORMAT ( 1H 0 , 1 X , 1 T o V A l nUm9E r OF FILES ON t hf PADA* DATA TaP= AS OF 

r n A , h a r l: ■ * \ To ■ _ 1 A \ 






SUawmiTTN? ARFAl U M. ARFA .'F) 

DIMENSION FM(S)iAiiEA(a»iO)»F<iO) 

DfcLT AF a 7 , 9 

Fgs87, 0 

PHI g 3, 1416 

DD 1 

FwPqsF { J) 

DO 1 1*10,80,10 

THETls-f-s-lfl 

TH5=TA8tTHETl#3Vl4i6 »/l8Q*, 

BE T AE s FjJNt ( FRhfl 1 

BbTA|UFUN2(FR6« J 

XT AM B . F .a. ( , .S . J N ( RFTaF/2 , ) ) / ( X . OS ., ^ ft T A E ) ) 

XTANBHs (SlN(B£TAH/2 t ) ) / ( CQS ( BET AH/2 , ) ) 

HsI/lQ — 

H*16200 ,/FM< I J ) 

HaRttn0S(TH£TA? 

Bx (H*XTAN3H)/C(r)s( I H E T A > 

A*fH»XT.AM3F)/nflSf rtiEXAJ 

YV» IN < THETA )»S!N< THETA ) ) 

LL-LLt e q , i n !> no TrT2nnn 

QU TO 3qqo 

?nnn c:a p a = a — 

CA^B = B 

FALL XF ULL t A. H. PHI .THETA .’FREQ, II.J-ARFA? 

GO TO 1 

3 0 SO CAPB*SQRT< (H»»4 )»< XTamBH«»2)/< < < COS.I THE! A )) »<2 > «* Y M 

CAPAsB*H*H/ ( COS( l'H£TA)*YY> 

ThE1=THETA+RETaF/2, 

THE2*THETA-BETAE/2, 

H? 8 H/Cns^THEi ) 

AK = R 2ttSi t Nj(T H El) 6 uARA 

H^sH^C US < THE^ ) 1 

oamma=ak=capa 

AU , =R »S tN ( THFT aN G AH M A 

A UOs? , *CApA-A L i 

ALTAI sr«M r cnEI lA± / < ? fJdLL > > 

AtFA?sR#(l. tDELTAF /(2 t '*FC)> 

lUAkTAl. kT.H, A^FA?*, ST , R? } QJH TO AiliU 

no TO 5C00 

4n nn call xf.im <capa .cafb. ?h i .'theta .FrEq, t t . j . are a > 

oo T n i 

^oon y ljR as 1 ;i { THF T A ) rSijRT f Al. F Alft ALFA laH.ftH > 

X2a»P*SlN( THETA )*&ORT 1ALFA2*AUF A 2=»H*H ) 

!(• f X 1 > Q T .,A L1 ,A M; j, x? , S . T ,.A i2 ) . 00 TO 1 Q Q1 

CALL XHALFiCAPAjCAPBiTHETAiFREQ, A ll »AL2»<1 * XZ> Am GAMMA, II » J* AREA) 

nu in a 

10 01 CALL XFJLLtCAPA. nAPflpPHIVTHETA, FREQ, II, J, AREA) 

1 nu' i Tu iL's 

RETURN 

END 
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THGTls CTH6TA#1P ; J , 1/3,143,6 

~ ^ i _ < n y .. i o^jlT aDu^'kMdT ( t f!APAnf!AP^xAK J a 4k 9 «■ C 


$i»(nAPB*CAp3“CApA»CApA)))/(CAp3*CApB"CApA»CApA) 

pTrsK^aT ( rtRAJtnAiLA 


IF(SI ,QT« *K) G?1 i'O 1 90l 

fi H T 0 a n n ? ” . 


1001 THCT A2 = ATAN ( RTF > 





itf TO ? 900 



A4*A2 



7000 n=nAMHA + AUl*X2 

V. L M s Kl M + 1 


GQ To 5000 

n phti \nu 


F. N 0 


HgRi)S 01- MEMORY ^ s E:D H y T HlS COMPItA'lOM 
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C CALCULATE 'THETA • IN DEGREES 

C 


A5'5 ! 7«38,8/F*1^4,Q/(' r »r) 
t ; I m 0 - A / K 7 Z I 




RADAR RETORN (P0M) 

delay line CALIBRATION 

FREQ 4.3 4,7 5,1 3,5 5'. 9 6,3 6,7 7,1 7,5 7,8 


OUTPUT LEV(D35 -13,0 =16,3 -13,2 =l9,0 -20.7 -23,1 -22,3 -24,® = 30,0 -30,0 




antenna anole 


4 0 


r M 


674,00 

















POL VV -24 . Q = 2 8,1 =25,0 f20,0 = *3,0 -29,0 -26,0 *44,0 100,0 100,0 

m . . .... ' »» T " 1 j n ft * "t iO A . '/ ^ T / n T 4 . ^ ft f* 4 || R rt H n ‘ V ° 



POL HV -33.0 =36,n -32,0 =31,0 s^.1,0 -40,0 -39,0 =53,0 100,0 100,0 

. n A n 1 > X . n = 0 8 n - x * _ n _ ^ 4 . « - 4 5 i n n . n mn .i 


POL 

¥-* t & -H 

VH -32,0 =35, 

,9 =30,0 =34,0 

4 0 

-39! D -39,0 =5l | 0 100,9 

100,9 


antenna angle 

60 


F M 450,00 



FR£<3 4,3 4, 

\7 5,1 5.5 

5,9 

6,3 6,7 7,1 7,5 


POL 

MH -36,0 =34, 

! 0 =32,0 =31,9 

s92 , 0 

-34,0 -32,0 -35,0 100,0 

100,0 

HH3S1I 

— bLif 8,0 — 7 a 

, 0 =3ft- n «37 . 3 

= 37 . Cl 

-.39.9 -37.0 ■39.3-lilQ=0- 

1 , QU-,9 



POL HV 100,0 100,0 100,0 100,0 iu3,0 100,3 100,0 100,0 100,9 1 <J 0,0 
POL vv loo. n loo.o inn. 9 loa. niM.. 0 inn. 3 inn.n isn.n lJQ.o loo.o 


P 0L Vhf 100,0 109, 0 100,0 100,9 iuO.O 100,0 100,0 100,0 100,9 100,0 


A*E4 f )F RtSoL^Tin.-J cell 



o7 
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